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¥ JEPKABHE IIANPUEMCTBO «BCEYKPATHCHKUIM JEPKABHUIT HAYKOBO- 5
& BUPOBHUYUI NEHTP CTAHJIAPTH3AII, METPOJIOTTI, CEPTU®IKAIII TA 3AXUCTY 3
i IIPAB CIIOKHBAYIB» (1T « YKPMETPTECTCTAH/JAPT») T
# STATE ENTERPRISE «ALL-UKRAINIAN STATE RESEARCH AND PRODUCTION CENTER FOR STANDARDIZA TI( N, f]
METROLOGY, CERTIFICATION AND CONSUMERS' RIGHTS PROTECTION» (SE "UKRMETRTE Vi A
CEPTH®IKAT INEPEBIPKU TUITY Zis
) Type-examination Certificate R
“T  Buaaunwii: YIT «<ATOMTEX» 3
& Issued to: Pecny6nika binopycsb, 220005, m. Mincbk, By:1. [ukano, 5 %
4 Binnosiano j10: Honatky 3, posain «Ilpoueaypu ouinku Bianosiasocti. Moayss B (nepesipka 3
" Inaccordance with: THIY)» 10 TEXHIYHOrO persaMenTy 3aKOHOAABYO PEry1b0BaHHMX 3ac00iB %
BUMiPIOBANILHOT TEXHIKH, 3aTBEPKEHOr0 HocTanosoto KaSinery Minicipis 4
¥ Vipainm Bin 13 ciuns 2016 p. Ne 94 *
T Annex 111, section «Conformity assessment procedures. Module B (type examination)» of the I
% Technical regulation legally regulated measuring instruments approved by the decision of The
2 Cabinet of Ministers of Ukraine of 13 January 2016 Ne 94 S
Tun 3aco0y BUMIpIOBAIbHOT Komminieke pajiaitiiinoro ckanyBants MoGinbHui
TEXHIKH: Mobile Radiation Scanning Complex Iy
Type of measuring instrument: R
1 Tlosnauenns tury: MKC-AT6103
4 Type designation:
; Jlara Buaaui: 09.10.2020 Unnuuii 10: 09.10.2030
‘L Date of issue: Valid until:
& Kinpkicts cTopinok: 16
Number of pages: X
Hoxep s nocniab: 26/3/B/56/131-20
Reference No: g
1 Howmep nipusznaucHoro opraiy: UA.TR.001
4‘ Number of Designated body:
% Lleit iKat Biiao 32 pe vt ¢ 11 TEXHIIORO IPOCKTY 3ac06y  BuMipIoBansioi Texmiku. Lleil ceprundisar nijnep/kyc

BIANOBIAIIICTL THty 3aC00Y BHNIPIOBXILHOT TeXHIKH JACTOCORIN BIMOTAN TeX HIHIIONO peraaverTy
BiZnopiAicTs 3aC051B BIMIPIOBAILHOT TEXHIKM, 1110 X HALAIOTH WA PHIKY YKpailii Ta/aG0 BEOAATL B ek

i 3acTocoBIMM BIMOran TexXHINHOTO PErNaMeNTy Mae Gy T NEATBEP/UKENA Yepe3 IPOBEACHIA OIiC 3 Mol

voayae B, 3110 3 niorami TexHIMHOrO periaventy. ¢
This certificate is issued based on the results of examination of the technical design of the measuring instrument. This certificate confirms that the type of i

the measuring instrument meets the applicable requirements of the Technical Regulation. ;
The conformity of the measuring instrunents being placed on the market cndor putinto use with the type described in his ceriifcate and applicable

uIyatawiio, THIY, ONCAIOMY B ULOMY cepTipiKaTi,
IYP OLLIIKIt BAMOBLIOCTI 30 MOAYICM, HACTYIHM 3

& requirements of the Technical Reg shall be 1 by one of the conformity procedures agevrding o modle that follows modude B as
* specified in the Technical Regulation. >
L 3acry mmwpmmu\a e > 10piit KY3bMEHKO

Turii Kuzmenko

/ﬁ/umg

Im’s, npi3suine /

ep\ixay IS o oo 3 NOBNICTIO. Byiib-nKka nyGAiKitIA 460 YACTKOBE BLATBOPEHNA SVICTY CEPTHPIKATE VOAINBE AHLIE 3 NICEMOROT 31 0 (TPIHINAENOrD Opraty, WO HOFO AIAAS o

AN e T

PT": 4, sy Merponorioma, Kiim, 03143, Yxpaina
AT 4. Metrologichna st, Ksiv, 03143, Ukraine
9, Baxcifar: +38 (044) 526-42-60, en nowurare-nail, ukrsem@ukresi Kiev.ua, web-caiiriwehsite. wivw.ukresm kiey.ua

TeasonPhone: +

09A-3.10I1P-4.2



